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A A

(20 MHz BW)

3A @ 40C

SET TO -5.2V

RIPPLE 1.5mV RMS 
(20 MHz BW)

3A @ 40C

RIPPLE 1.5mV RMS 

5V LINEAR PS 5V LINEAR PS

(20 MHz BW)
RIPPLE 1.5mV RMS 

15V LINEAR PS

LAMDA LOS-Z-5-2 LAMDA LOS-Z-5-2 LAMDA LOS-Z-15-2

1.4A @ 40C

(Using ~1.5A)(Using ~1.0A) (Using ~0.5A) (Fan Supply)

LAMDA LSS-35-12

12V SWITCHING PS

1.3A @ 40C

LAMDA LUS-9-5

5V SWITCHING PS

5A @ 40C

-5V for PNCode Generator +5V for PNCode Generator
(Using 620mA) (Using ~350mA)

LAMDA LZS-10

5V LINEAR PS

450mA @ 40C
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